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[57] ABSTRACT 

Space savings are effected in the optical output system 
of a laser velocimeter. The output system comprises 
pairs of optical fibers having output ends from which a 
beam of laser light emerges, a transfer lens for each light 
beam, and at least one final (LV) lens for receiving the 
light passing through the transfer lenses and for focus- 
sing that light at a common crossing point or area. In 
order to closely couple the transfer lenses to the final 
lens, each transfer lens is positioned relative to the final 
lens receiving light therefrom such that the output waist 
of the corresponding beam received by the final lens 
from the transfer lens is a virtual waist located before 
the transfer lens. 

3 Claims, 1 Drawing Sheet 





U.S. Patent 


Nov. 23, 1993 


5,264,907 



FIG . 1 

( PRIOR ART) 

20 



(PRIOR ART) 



FIG. 3 




1 


5,264,907 


OUTPUT OPTICS FOR LASER VELOCIMETERS 

ORIGIN OF THE INVENTION 

The invention described herein was made in the per- 
formance of work under a NASA contract and is sub- 
ject to Public Law 96-517 (35 U.S.C. 200 et seq.). The 
contractor has not elected to retain title to the inven- 
tion. 

BACKGROUND OF THE INVENTION 

a. Technical Field of the Invention 

The present invention relates to laser velocimeters 

and, more particularly, an improvement in the output 
for transmitting optics for such devices. 

b. Description of the Prior Art 

Typical prior art laser velocimeter devices employ 

one or more pairs of single-mode optical fibers for cou- 
pling the laser beam to a transfer lens, one such transfer 
lens being provided for each beam. The beam then 20 
passes through a final lens (the laser velocimeter (LV) 
lens) which provides appropriate focussing thereof. 
More particularly, as explained in more detail below, 
the pairs of optical fibers are disposed with the axes 
thereof all parallel to each other at the output end and 25 
the light emerging from each fiber expands from the 
beam waist located at the output end of the fiber until 
the beam reaches the transfer lens. After passing 
through the transfer lens, the light narrows to a second 
beam waist (the transfer waist) and thereafter expands 30 
until striking the LV lens. Because the beams approach- 
ing the LV lens are mutually parallel, the beams cross 
each other at distance equal to one focal length of the 
LV lens beyond that lens. It is necessary in order to 
provide accurate LV measurements for all of the beams 35 
to have the waists thereof located at the common cross- 
ing point and this will occur if the transfer waists of the 
beams are properly located at a distance of one focal 
length of the LV lens before, i.e., behind or upstream of, 
the lens. 40 

A serious disadvantage of the prior art is that if the 
laser beams are properly managed and arranged with 
respect to the size and location of the beam waist, the 
overall device is basically limited to small working 
distances (corresponding to the focal lengths of the LV 45 
lens) in that if longer working distances are desired, the 
overall configuration of the output optics is of impracti- 
cal length. In other words, compact optical configura- 
tions featuring both proper management of the beam 
waists as described above and long working distances 50 
are not compatible with the techniques embodied in the 
prior art. 

Considering other disadvantages of long working 
distances, it is noted that the alignment of the output 
ends of all fibers and the axes of all transfer lenses must 55 
be established and maintained with respect to the LV 
lens, and this places a great demand on the mechanical 
resolution and rigidity of the mounting devices for these 
optical elements when the optical elements are sepa- 
rated by long distances. 

Further in this regard, it will be appreciated that a 
typical reason for using fibers in transmitting of optics is 
to enable the LV lens to be placed in scanning motion 
while the laser and the remainder of the beam-handling 
optics remain fixed. Such an arrangement significantly 65 
reduces the number of optical elements that must be 
subjected to extensive changes in the orientation of the 
scanning apparatus as well as to any attendant vibra- 
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tions. However, a lengthy coupling path into the LV 
lens is an obvious disadvantage in such a scanning ar- 
rangement. 

As is evident from the foregoing discussion, a long 
working path is a serious disadvantage for several rea- 
sons and the need for a long working path is tied to 
location of the transfer waist and hence to the require- 
ment that a transfer lens be employed. Thus, it might at 
10 first appear that the problem could be solved by simply 
omitting the transfer lens at least in some special appli- 
cations. In practice, however, it is unlikely that parame- 
ters such as the beam waist leaving the fiber, the re- 
quired diameter of the measurement volume where the 
15 beams cross and the focal length of the LV lens could 
ever be made to be compatible without the provision of 
a transfer lens to provide adjustment of the waist size. 

U.S. Pat. No. 3,895,872 (Dandliker et al) discloses an 
optical speed measuring device of background interest 
while the following patents are also of possible interest: 
U.S. Pat. No. 4,167,329 (Jelalian et al); U.S. Pat. No. 
4,556,284 (Albersdoerfer et al); U.S. Pat. No. 4,705,367 
(Eckbreth et al); and U.S. Pat. No. 4,753,421 (Desems). 

SUMMARY OF THE INVENTION 

In accordance with the present invention, an im- 
provement is provided in the transmitting optics of a 
laser velocimeter which results in a short or close-cou- 
pling path between the optical fibers and the last (LV) 
lens of the velocimeter so as to economize on the space 
required for the transmitting optics. The improvement 
concerns the use of a specially positioned transfer lens 
that produces an output waist at an advantageous loca- 
tion relative to the LV lens. More particularly, instead 
of being a real waist located beyond the transfer lens as 
in the prior art, the output waist is a virtual waist on the 
side before, i.e., behind or upstream of, the transfer lens. 

The invention permits the final elements or compo- 
nents of the transmitting optics, i.e., the transfer lens and 
final lens, to be placed very close together in terms of 
distance along the axis of symmetry of the optical sys- 
tem. Such a compact arrangement is amenable to appli- 
cations requiring a light weight assembly and enables 
optical alignment to be more accurately maintained. It 
will be understood that there are some applications 
where the compact construction provided by the inven- 
tion is of critical importance, e.g., in facilities where the 
space between the test section and the surrounding 
plenum chamber is quite cramped, in that it would be 
very difficult if not impossible to establish a long focal 
length system in such an environment. 

Other features and advantages of the invention will 
be set forth in, or apparent from, the following detailed 
description of a preferred embodiment of the invention. 

BRIEF DESCRIPTION OF THE DRAWINGS 

£T\ 

FIG. 1 is a highly simplified block diagram of the 
basic units of a laser velocimeter; 

FIG. 2 is a schematic side elevational view of the 
transmitting optics of a prior art laser velocimeter; and 
FIG. 3 is a schematic side elevational view, similar to 
that of FIG. 2, of the transmitting optics of a laser velo- 
cimeter constructed in accordance with the present 
invention. 
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DETAILED DESCRIPTION OF THE 
INVENTION 

Referring first to FIG. 1, the basic units of a laser 
velocimeter are shown. These units or elements include 
a laser source 10, beam forming and transmitting optics 
12 and a detector 14. In this implementation, a moving 
volume (indicated by arrow 16) the velocity of which is 
to be measured, is located at the common crossover 
point of the output beam or beams and the light re- 
flected or scattered by the moving volume 16, as de- 
tected by detector 14, is a measure of the velocity 
thereof. 

Before considering the present invention, reference is 
first made to FIG. 2, which illustrates the basic compo- 
nents of the output optics of a laser velocimeter, i.e., a 
portion of the optics 12 of FIG. 1. In the implementa- 
tion illustrated, first and second single mode fibers 20 
and 22 are disposed with the axes thereof mutually 
parallel at the output end, as shown. First and second 
transfer lenses 24 and 26 are disposed downstream of 
fibers 20 and 22 so as to respectively receive the light 
beams emerging therefrom. As illustrated, the light 
beams from each of the fibers 20 and 22 expand from the 
beam waist located at the output end of the correspond- 
ing fibre until reaching the associated transfer lens and, 
after passing through that lens, the beam of light nar- 
rows to a second beam waist, referred to as the transfer 
waist. The transfer waists for the beams passing through 
transfer lenses 24 and 26 are indicated at 28 and 30, 
respectively. 

After the transfer waist, the beams expand again and 
strike a common LV lens 32 at equal radii from the 
center of lens 32 but at different azimuthal positions. 
Because the beams approaching the LV lens 32 are 
mutually parallel, the beams all cross each other at a 
distance equal to one focal length of the LV lens 32 
beyond that lens, i.e., at point or area 34. As explained 
above, it is necessary in order to provide proper LV 
measurements for the waists of all of the beams to be 
located at point 32 and this will occur if the transfer 
waists 28 and 30 are located at one focal length of the 
LV lens 32 before the lens 32, i.e., upstream of the lens. 

The space consuming disadvantage of the require- 
ment that the beam transfer waists be located one focal 
length in front of the LV lens (corresponding to lens 32) 
was discussed above. Considering a practical example, 
in a system wherein optical fibers are to be coupled with 
two LV lenses, each having a focal length of 2286 mm, 
a system constructed in accordance with the prior art 
would dictate that the distance between each fiber (cor- 
responding to fibers 20 and 22) and the LV lens (corre- 
sponding to lens 32) be composed of (i) the distance 
from the fiber to transfer lens (e.g., lens 24 or 26) plus 
(ii) the distance between the transfer lens and the trans- 
fer waist plus (iii) the distance of 2286 mm between the 
transfer waist and the LV lens. The total or accumu- 
lated distance for each LV lens system is about 2.5 
meters and it will be appreciated this amounts to a size- 
able space and alignment burden on the scanning appa- 
ratus of the velocimeter system. 

Referring to FIG. 3, the output optics of a velocime- 
ter constructed in accordance with the present inven- 
tion are shown. The components of FIG. 3 are similar 
to those of FIG. 2 and like components have been given 
the same reference numerals with primes attached. In 
accordance with the invention, the transfer lenses 24' 
and 26' are positioned relative to LV lens 32', such that 
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an output waist is formed at an advantaged location 
relative to lens 32' and, in particular, the transfer waists 
28' and 30', rather than being real waists that are located 
beyond the corresponding lenses 24' and 26' as in the 
5 prior art (and as was described above in connection 
with FIG. 2), are virtual waists, as indicated at 28' and 
30', on the side of optical system in advance of lenses 24' 
and 26'. 

As a consequence of this arrangement, lenses 24' and 
10 26' can be placed very close to LV lens 32' in terms of 
distance along the axis of symmetry. Accordingly, as 
discussed above, this compact arrangement is more 
amenable to applications which require a light weight 
construction as well as a more accurately maintained 
15 alignment. It will be appreciated that, as mentioned 
above, in some applications a more compact design can 
be more than a convenience, i.e., in facilities where the 
space between the test section and the surrounding 
plenum chamber is quite cramped and thus a long focal 
20 length system is unsuitable. 

Although the present invention has been described 
relative to specific exemplary embodiments thereof, it 
will be understood by those skilled in the art that varia- 
tions and modifications can be effected in these exem- 
25 plary embodiments without departing from the scope 
and spirit of the invention. 

What is claimed is: 

1. In a laser velocimeter including an optical output 
system comprising at least one pair of optical fibers 

30 having output ends from which a beam of laser light 
emerges, a positive transfer lens for each said laser light 
beam through which passes the beam from the output 
end of a respective optical fiber, and at least one final 
lens for receiving the light passing through both said 
35 transfer lenses and for focussing that light at a common 
crossing point, the improvement wherein each said 
positive transfer lens is positioned relative to the final 
lens receiving light therefrom such that the output waist 
of the corresponding beam received by the final lens 
40 from the transfer lens is a virtual waist located in front 
of the transfer lens. 

2. A laser velocimeter system including a laser source 
for producing a laser beam; a beam shaping and trans- 
mitting optical assembly for processing the laser beam 

45 to produce an output beam; and a detector for receiving 
light from the output beam that is reflected or refracted 
by a moving volume the velocity of which is to be 
detected; said optical assembly including at least one 
pair of single-mode optical fibers all having the axes 
50 thereof parallel to each other at the output end of the 
fibers and through each of which passes a light beam 
derived from said laser beam, a final lens for providing 
that the output waists of light beams which pass there- 
through are all located at a common crossing point at a 
55 distance along the axis of symmetry of the final lens 
equal to the focal length of the final lens, and a positive 
transfer lens located at the output end of each optical 
fiber and positioned relative to said final lens such that 
the transfer waist of the light passing through the trans- 
60 fer lens is a virtual waist located in front of the positive 
transfer lens and spaced in front of the final lens a dis- 
tance along the axis of symmetry of the final lens equal 
to the focal length of the final lens. 

3. In a laser velocimeter system including a laser 
65 source for producing a laser beam; a beam shaping and 

transmitting optical system for processing the laser 
beam to produce an output beam; and a detector for 
receiving light from the output beam that is reflected or 
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refracted by a moving volume the velocity of which is 
to be detected; said optical system comprising first and 
second optical fibers having the axes thereof parallel to 
each other at the output end of the fibers and through 
each of which passes a light beam derived from said 
laser beam, first and second positive transfer lenses 
respectively located at the output ends of said first and 
second fibers each receiving a light beam from the cor- 
responding fiber and providing a beam having a virtual 
transfer waist located in front of the transfer lens, and a 
final lens, having a focal length and an axis of symme- 


try, and being spaced from said virtual waist a distance 
along said axis of symmetry equal to the focal length of 
said final lens, for receiving light beams from said posi- 
5 tive transfer lenses and for providing that the output 
waists of the light beams received from the transfer 
lenses after passing through said final lens are all located 
at a common crossing point at a distance along the axis 
of symmetry of the final lens equal to the focal length of 
10 the final lens. 


* * * * 
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